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Freehand diffuse optical spectroscopy imaging for intraoperative identification of major venous and arterial vessels underlying peritoneal fat: an in vivo demonstration in a pig model Daqing Piao, a,b, Inadvertent injury to key anatomic structures, including major vasculature, in minimally invasive surgery (MIS) is a significant risk that potentially requires conversion to open surgery 1 and results in increased morbidity 2 and mortality. 3 The concern of unintended injury to important underlying anatomic structures also potentially increases operative time in MIS, which in turn lengthens a patient's exposure to anesthesia, and increases overall cost. The concern of iatrogenic injury in MIS becomes even greater for obese patients because the large layer of peritoneal fat further challenges intraoperative definition of the internal anatomy that is already inherently difficult for MIS. 4 Currently, surgeons operating minimal-invasively do not have an easy-touse, real-time device to aid in intraoperative identification of important anatomic structures that underlie native tissue planes 5 or secondary scar tissues 6 that must be carefully dissected in a stepwise layer-by-layer fashion to avoid injury to these structures. Techniques with a goal of detecting arterial vessels using standalone laparoscopic probes have been a topic of investigation for many years. [7] [8] [9] [10] All of these techniques (sensing blood pulsation mechanically, electrically, or optically) may provide information similar to the finger-based palpation used in open surgery that could become sensitive for identifying arterial vessels; however, sensing the pulsation alone is inherently ineffective for identifying low-or nonpulsatile vessels such as veins, and for other key structures, including ureters, bile ducts, and intestines. Any configuration of the probing technology that requires a standalone probe to be operated by the surgeon by first releasing control of the MIS tissue-manipulating instruments in the operative field to detect arterial vessels will also impede adaptation of the technique for a clinical procedure.
In this letter, we demonstrate a simple method of freehand diffuse optical spectroscopy imaging (freeDOSi) for intraoperatively identifying significant anatomic structures, including major veins and arteries underlying the plane of dissection for targeted applications in MIS. Diffuse optical spectroscopy (DOS) sampling of tissue heterogeneities underlying a tissue surface of probe contact using a pair of distantly placed source and detector channels on the probe is well known 11 and has been used experimentally for identifying blood vessels in a laboratory frequency-domain open space configuration. 12 However, what makes the present demonstration uniquely pertinent is the development of an applicator probe that can be affixed, detached, resterilized, and reapplied for additional use with a standard (8 mm) laparoscopic instrument for intraoperative DOS sampling of underlying major venous and arterial vessel structures. Further, given that the dynamic responses of DOS to underlying tissue heterogeneities at sufficient levels of signal-to-noise ratios are the foundations of many approaches, such as near-infrared spectroscopy monitoring of cerebral hemodynamics, 13 what makes the present approach innovative and robust is the conversion of consecutive dynamic DOS profiles acquired during freehand movement of the probe over the dissection surface to a twodimensional temporal and spectral image that intuitively and spatially correlates with the anatomic course of underlying tissue structures presenting the detected spectral heterogeneity. Figure 1 shows the laparoscopically adaptable freeDOSi applicator probe. The freeDOSi applicator probe has an 8-mm-inner lumen allowing insertion of an 8-mm da Vinci Endowrist for passing through a 12-mm trocar port. The freeDOSi applicator probe has two grooves in the rounded shell structure placed 180 deg opposite to each other, extending to the end of the probe designed for tissue contact. In each of the two grooves on the applicator probe, a 400-μm 0.37 NA fiber of 3 m in length is optically epoxied, ensuring a 10-mm separation between the two fiber tips that are shielded from each other by shell tips located medial to the fibers. The two fibers of 3 m in length are coupled at the instrument ends to either a light source or a compact spectrometer through SMA-905 termination. The freeDOSi system using the laparoscopically adaptable applicator probe was integrated on a heavy duty cart (Anthro Convoi) for operating room readiness. An ultrabright broadband laserdriven light source (LDLS) (EQ-99XFC, Energetiq Inc., Woburn, Massachusetts) was used for tissue illumination by coupling the 400-μm fiber source channel of the applicator probe through a 230-μm 0.22 NA fiber. The 400-μm fiber detector channel of the applicator probe was connected to a compact 16-bit spectrometer (USB4000-VIS-NIR, Ocean Optics, Largo, Florida) with a customized slit and sensor configuration. The effective spectral response of the system was 530 to 1000 nm. The data acquisition from the spectrometer was controlled by a customuser interface developed in LabVIEW (National Instruments, Austin, Texas). A reference signal from a calibrated phantom was acquired by placing the applicator probe in a 2-in. diameter assembly that held and aligned the probe to allow the source-detector of the probe to be in direct contact with an industrial tissue-mimicking phantom (Biomimic Optical Phantom, PB0335, INO, Québec, Canada). Limited testing of identifying underlying tubular heterogeneities embedded in a diffuse medium of controlled properties was performed by laterally translating a tubular inclusion embedded in a 1% bulk intralipid solution, as shown in the photograph of Fig. 2(a) . A plastic tubing with a diameter of 4 mm and a wall thickness of 0.5 mm (approximate dimensions of medium size artery or vein) was embedded at an edge depth of 2 mm corresponding to a tubing-center depth of ∼4.5 mm. Fig. 2(b) . Each freeDOSi image represents a temporal and spectral map of DOS profiles. The ordinate of the 2-D image corresponds to a relative position between the underlying tubing and the probe, and the abscissa of the 2-D image reveals a spectral discrepancy between the targeted tissue structure and the calibration reference phantom. A concentrated strip of spectral contrast, thereby, visualizes the crossover of the sensitive volume of the probe sampling geometry with the anatomic course of an underlying tissue structure presenting the spectral discrepancy with respect to the phantom of spectral reference. Any underlying tissue heterogeneity in the tubing that is less absorbing than the reference phantom, such as air or water, consequently presents positive spectral contrast over the entire spectral range, whereas any tissue heterogeneity that has characteristically strong absorbance, such as dye, presents a significant negative contrast in their respective characteristic spectral bands. The time versus spectral intensity distribution of Fig. 2(b) isolated at a 575-nm wavelength is plotted in one-dimension in Fig. 2(c) to clarify the bipolar spectral contrasting associated with freeDOSi for the less absorbing air or water and the more absorbing dye contents of the same underlying tubular heterogeneity.
FreeDOSi was tested in vivo in a porcine model in the University of Oklahoma Health Sciences Center with the approval of the Institutional Animal Care and Use Committee (#101489-16-017-NS). Although the applicator probe for freeDOSi could be affixed to an 8-mm Endowrist ® tissue-manipulating instrument for robotically assisted control, the in vivo testing using the pig models was performed in an open surgery fashion to minimize ambiguities and eliminate technical difficulties in demonstrating the principle of freeDOSi. Female adult cross breed Yorkshire pigs were used in this study. After anesthesia was induced, the animals were secured supine on the operating table. A 15-to 20-cm midline incision was used to expose the abdominal cavity. After the vena cava and aorta were located and exposed, a layer of adipose tissue up to 4 mm in thickness was dissected from the peritoneum with the blood supply maintained, sutured to the connective tissue in the periphery of the vena cava and aorta complex such that the caudal half section of the exposed vena cava and aorta complex was covered as shown in Fig. 3(a) . The cranial half section of the vena cava and aorta complex was exposed as shown in Fig. 3(b) for visual identification of the vena cava and aorta. The freeDOSi applicator probe was placed in contact with the tissue covering the vena cava and aorta complex, with the source-detector oriented along the cranial to caudal direction. Using a flexible plastic ruler positioned perpendicular to the anatomic course of the vena cava and aorta complex but parallel to the movement of the applicator probe, the freeDOSi applicator probe was manually scanned laterally over the adipose tissue area covering the vena cava and aorta complex as shown in Fig. 3(c) . The DOS spectrum was recorded every 5 mm at a total of 11 positions covering a length of 50 mm. The DOS profiles from the pigs were acquired with a spectrometer exposure time of 300 ms. The overhead operative surgery light was directed away from the surgical field. The procedure was repeated by one of two surgeons for multiple measurements taken from each of four pigs. The duplicative procedures resulted in freeDOSi images that were all similar to the one presented in Fig. 3(d) . The image contains a linear band of hyperabsorption over the entire spectral band of interest. The lateral center of the hyperabsorptive band corresponds to the geometric axis of vena cava, and the lateral expansion of the hyperabsorptive band is greater than the size of vena cava.
The image also contains a band of hypoabsorption over the partial spectral band of interest (600 to 900 nm). The lateral peak of the hypoabsorptive band roughly corresponds to the geometric axis of aorta whereas the lateral expansion of the hypoabsorptive band is greater than the size of aorta. The one-dimensional (1-D) profile in Fig. 3 (e) corresponds to the DOSi measurements over the 40-mm length but is isolated at 700 nm. The hyperabsorptive and hypoabsorptive features of the DOS profiles acquired respectively at the positions corresponding to the vena cava and aorta are clearly revealed in Fig. 3(e) .
In conclusion, we have demonstrated a simple method of freeDOSi for intraoperatively identifying significant underlying anatomic structures, including major veins and arteries. An applicator probe that can be affixed to and detached from an 8-mm laparoscopic instrument for operative procedures using existing tissue-manipulating instruments has been developed. The 10-mm source-detector separation renders diffuse sampling of tissue heterogeneities a few millimeters deep. Consecutively acquired DOS spectra during freehand movement of the applicator probe on tissue surface have been displayed to form a temporal and spectral image to assist in spatially resolved identification of underlying structures presenting DOS heterogeneity. Open surgery identifications of the vena cava and aorta underlying peritoneal fat of~4 mm in thickness under room light have been demonstrated repeatedly in multiple pigs in vivo.
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